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Abstract: A miniaturized quartz crystal microbalance (QCM) genosensor is proposed for sensitive
and real-time detection of short ssDNA sequences (53 bp) or DNA extracted from Brettanomyces
bruxellensis (Brett) yeast cells. The presence of Brett yeast causes a depreciation of the quality of aged
fine wines, producing molecules of unpleasant odors and biogenic amines that are harmful to human
health. More specifically, standard quartz crystal (S-QCM) and homemade 4 nm gold transmission
electron microscopy (TEM)-grid patterned quartz (multi-TEM QCM) are herein proposed for bio-
functionalization steps with different ssDNA sequences. By employing a rapid and efficient drop and
collect protocol, the specific detection of 1 pg/µL ssDNA Brett of a short sequence and 100 ng/µL
DNA of B. bruxellensis extracted from a wine sample (VR2008) is reported.
Keywords: quartz crystal microbalance; multi-TEMs patterned crystal; genosensing; Brettanomyces
bruxellensis; drop and collect protocol
1. Introduction
Wine is an alcoholic beverage obtained by fermentation of grapes and its production
is very important for the three main producers of wine: Italy, France, and Spain [1].
Unfortunately, the presence of Brettanomyces bruxellensis spoilage microorganisms during
the wine production, principally in the aging phase, affect the aroma quality and may be
responsible for important economic losses.
Brettanomyces bruxellensis was defined as “one of the most complex and controver-
sial issues encountered in the making of red wine” [2]. The presence of volatile phe-
nols, 4-ethylphenol and 4-ethylguaiacol, are specifically responsible for the off-flavor
named “Brett character” [3,4]. However, biogenic amines, with well-known human toxicity,
and the “mousy off-flavor” associated with N-heterocyclic compounds such as 2-acetyl-
tetrahydro-pyridine (ATHP) and 2-ethyl-tetrahydropyridine (ETHP) are also contributing
to off-flavors [5].
Fortunately, B. bruxellensis cells are perceivable at very low levels through various
standard laboratory techniques: (i) plating methods, (ii) microscopic characterization and
(iii) biochemical analysis. These techniques require trained researchers and extended
analysis time. On the other hand, modern molecular methods based on PCR techniques
may reduce the testing time but suffer from the difficulty to discriminate between viable
and non-viable Brett cells [6].
In the last few years, more rapid and sensitive technologies such as DNA biosen-
sors (genosensors) were introduced in food control and clinical detection. These types of
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biosensors require a capture ssDNA sequence as a bioreceptor, a complementary ssDNA
sequence as a target, and a transducer (acoustic, electrochemical or optical) for convert-
ing the biorecognition events occurring between the capture probe and its target into a
detectable signal [7]. The acoustic transduction named quartz crystal microbalance (QCM),
uses a thin piezoelectric circular plate sputtered with two gold electrodes on both sides [8,9].
QCM was used for measurements of chemical [10–12], antigen–antibody affinity [13–16],
DNA–DNA hybridization and DNA-cell capture [17–20] under liquid conditions where the ad-
dition or removal of any mass from the crystal would disturb the resonant frequency [21].
The relationship between increases in mass load on the crystal surface and variations
in resonant frequency is described by the following Equation (1):






where f 0—the resonant frequency, ∆f —the change in resonant frequency of QCM due
to mass load (∆m) on the surface, A—is the reactive area of crystal, ρ—the density,
and µ—the shear modulus of quartz [22].
In this work, the target ssDNA sequence from B. bruxellensis yeast was detected on
quartz crystal biofunctionalized with a captured ssDNA probe sequence using a rapid
and efficient drop and collect protocol in the presence of tiny bioreagents volumes. QCM
detection of B. bruxellensis in the red wine sample and the influence of TEM-grid patterns
on a single crystal used for acquiring different sensitives are also reported.
2. Material and Methods
2.1. Reagents
Ethanol 70% (v/v) and salts for phosphate saline buffer (PBS) based on sodium
chloride 1.5 M, sodium phosphate dibasic 81 mM, sodium phosphate monobasic 19 mM,
pH 7.4 were provided by Sigma–Aldrich (St. Louis, MO, USA). A Decon 90 detergent
was provided by Decon Laboratories TM Decon (Fisher Scientific, Göteborg, Sweden).
All chemicals were of analytical grade. Distilled water (18.2 MΩ cm) produced by a
Millipore Milli-Q water purification system (Molsheim, France) was sterilized at 121 ◦C
(1.5 bar) for 15 min. The sterilized water was named S-ddwater.
2.2. Materials
Transmission electron microscopy (TEM) copper grids (Gilder Triple slot grid,
0.54 mm × 0.95 mm slots in a 3.05 mm copper grid) were purchased from TED Pella
(Redding, CA, USA). Standard quartz crystals (S-QCM) of 5 MHz (Ø = 25.4 mm) with
AT-cut and gold electrodes on both sides (Cr/Au—thickness 331 µm) were provided by
SRS (O100RX1) (Sunnyvale, CA, USA).
2.3. Instruments
For acoustic measurements we used a QCM200 quartz crystal microbalance (Stanford
Research System, Sunnyvale, CA, USA) including a crystal oscillator QCM25 with a crystal
holder that could accommodate S-QCM crystal of 5 MHz ((Ø = 25.4 mm). This type of
QCM sensor uses a shear mode for measurements.
An autoclave steam sterilizer 2540 ML (Tuttnauer, Villenoy, France) was used to sterilize
reagents and lab consumables while an oven provided by the VWR Company (DRY-Line
drying oven DL 53) was used for drying the quartz crystals before biofunctionalization steps.
DNA concentrations extracted from Brettanomyces bruxellensis DKA and red wine were
estimated using a NanoDrop 2000c (Thermoscientific, Marietta, OH, USA).
A Scanning Electron Microscope (SEM) (FEG-SU8030, Tokyo, Japan) was used for
surface characterization of commercial quartz crystal before and after TEM-grid patterning.
2.4. ssDNA Sequences
Three ssDNA sequences were provided by Eurofins Genomic (Tokyo, Japan) as follows:
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• The capture ssDNA-probe sequence (53 nt) targeting the ITS1–ITS2 regions (internal
transcribed spacer 1 and 2) of B. bruxellensis DNA modified with a thiol group at its 5′,
named SH-capture probe [18];
• The complementary ssDNA sequence (53 nt) used as a positive control (CS-positive
control) and;
• The non-complementary ssDNA sequence (53 nt) as a negative control
(NCS-negative control).
The descriptions of the ssDNA sequences are listed in Table 1. Before acoustic mea-
surements, all three ssDNA sequences were stored at −20 ◦C.
For Brett-genosensing, the complementary and non-complementary ssDNA sequences
were diluted in S-ddwater, to obtain eight concentrations: 100 ng/µL, 10 ng/µL, 1 ng/µL,
100 pg/µL, 10 pg/µL, 1 pg/µL, 100 fg/µL and 10 fg/µL, while the thiol-capture ssDNA
probe was diluted in PBS 1X to obtain a concentration of 10 ng/µL (0.56 M).
Table 1. Description of ssDNA sequences. In red are the differences of negative and positive controls.
Thiol-probe
(SH-capture probe) [ThiolC6]TGTTTGAGCGTCATTTCCTTCTCACTATTTAGTGGTTATGAGATTACACGAGG (53 bp)
Complementary sequence





2.5. Whole DNA Extraction from Microorganisms
B. bruxellensis DKA yeast stored at −80 ◦C was revitalized in WL differential agar
(Oxoid, Milan, Italy) at 30 ◦C for 5 days. Isolated colonies were checked before DNA
extraction according to Manzano et al. [23].
2.6. DNA Extraction from Wine
A bottle of red wine (VR2008) of 0.75 L obtained from an Italian winery (Veneto Region,
Italy) was analyzed for the presence of Brettanomyces bruxellensis. After bottle shaking,
an aliquot of 2 mL wine was collected for DNA extraction. Finally, the NanoDrop 2000c
system was used to measure the concentration of the extracted DNA, which measured
precisely 100 ng/µL.
2.7. Cleaning of Commercial Quartz Crystal
2.7.1. For Application without TEM-Grid Patterns—Short DNA Sequence Sensing
The S-QCM crystal was freshly cleaned following several steps: (a) dipping with an
ethanol solution (70%, v/v) in an ultrasonic bath (Elmasonic S30H) for 20 min at room
temperature (RT), (b) ultrasonication in S-ddwater bath for 10 min at RT, (c) drying at 50 ◦C
for 20 min and (d) storing under the biological hood.
2.7.2. For Micro-/Nano-Patterning with TEM-Grid—Whole DNA Sensing in Wine
The S-QCM crystal was cleaned following five steps: (a) dipping in aqueous solution
containing S-ddwater and a detergent (Deacon 90) solution (2/8, v/v) at 50 ◦C for 15 min
in an ultrasonic bath, (b) rinsing with S-ddwater in an ultrasonic bath at 50 ◦C for 5 min,
(c) rinsing again with S-ddwater, (d) drying with a nitrogen stream and (e) drying on a
plate at 100 ◦C for 10 min.
2.8. Biofunctionalization of Quartz Crystal with ssDNA Capture Probe
The SH-capture probe was firstly treated with 10 mM [tris(2-carboxyethyl)phosphine
hydrochloride] solution (TCEP) and 3 M sodium acetate to activate the thiol group, and
then heated at 85 ◦C for 5 min and placed immediately on ice. Afterwards, 20 µL of
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SH-capture probe at 10 ng/µL were drop casted on the gold electrode (Figure 1) and kept
at RT overnight. Finally, the functionalized gold surface of the crystal was rinsed with
S-ddwater and dried under a biological hood.
2.9. Drop and Collect Protocol for Acoustic Sensing of CS-Positive Control and NCS-Negative Control
Dried thioled-ssDNA quartz crystal was fixed on the QCM holder for recording
(i) the absolute frequency of baseline, (ii) the reference frequency after dropping 10 µL
S-ddwater (iii) after water collecting, and (iv) the specific frequency decays after 10 µL
dropping and collecting of different complementary or non-complementary ssDNA-Brett con-
centrations. The waiting time for the dropping and collecting steps was fixed at 15 s/30 min
and 15 s/15 min, respectively. All acoustic genosensing experiments were recorded at
room temperature (23 ◦C) and maintained with air conditioning.
Figure 1. Biofunctionalization of commercial quartz crystal microbalance (QCM) electrode (1),
immobilization of the SH capture probe (2) and addition of the CS-positive control (3).
2.10. Multi-TEM Patterned Crystal—Fabrication Steps
A single quartz crystal was patterned with multi-TEM grid slots, with the aim of
sequential detection of DNA concentrations using a rapid and low cost drop and collect
protocol on the gold electrode.
Gold thin film (4 nm) was evaporated on the upper side of the crystal covered with
regular scotch pieces except for the center of the gold electrode, while a second Au evapo-
ration was made possible through 10 TEM grid slots circularly disposed at the electrode
borders (Figure 2). The gold evaporation was performed at 25 ◦C under 1 × 10−5 Torr
pressure with an evaporation gold rate of 0.03 nm/s.
Figure 2. Fabrication of micro-/nano-patterned quartz crystal with TEM grids slots before (A) and
after (B) evaporation of 4 nm Au and grids collection.
2.11. Evaluation of Gold Grain Sizes Formed through TEM Grid on Quartz Crystal
The size distribution and background proportion were analyzed using the Public
Domain ImageJ software developed by the National Institutes of Health based on recorded
SEM images.
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2.12. Processing the QCM Data
The recorded frequency values were analyzed using the Origin Pro software (Origin-
Lab, MA, USA). The reference line, necessary to observe the hybridization of the CS-positive
control with the immobilized SH-capture probe, was created by using a fitting function
graphically interpolated at five points before and after deposition of the reference–sterile
water (R deposition).
The frequency shifts were obtained as an average of five data measurements obtained
through the graphical analysis with Origin, and by subtracting the value of the frequency
reference to obtain the ∆shift of frequency, which corresponds to the amount of CS-positive
control hybridized to the SH capture probe.
3. Results and Discussion
3.1. SEM Characterization of S-QCM Gold Electrode Before and After 4 nm Au Evaporation
The SEM morphology of the S-QCM gold electrode shows dense, continued and
inhomogeneous granular nanoislands (Figure 3A), while after the evaporation of the gold
thin film (4 nm) through TEM-grids (Figure 3B) the random formation of nanostructures
were observed between pre-existent larger nanoislands gold structures [24]. The size
distribution of the gold nanoparticles was also analyzed over four selected zones (Figure
3C) based on the recorded SEM image (Figure 3B). Thus, whatever the selected zone, a
narrow distribution of the nanoparticles in the range of 4–12 nm was estimated, while
the most abundant nanoparticles sizes were 8 nm NPs (from 27.5 to 35%). Overall, the size
distribution of NPs is almost symmetrical over the four zones with some negligible size
differences in the formation process.
Figure 3. Scanning electron microscopy (SEM) characterization of standard QCM gold electrode (S-QCM) before (A) and
after evaporation of 4 nm gold film through TEM-grids (B) with the size distribution of formed Au NPs over 4 zones (C).
Scale bar: 300 nm.
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3.2. Genosensing of ssDNA-Brett on S-QCM Gold Electrode—Positive and Negative Controls
Using Drop and Collect Protocol
The S-QCM crystal biofunctionalized with the SH-capture probe was placed in
the QCM holder. After frequency stabilization in the air at RT, 10 µL of S-ddwater (R) was
dropped in the center of the crystal when a rapid frequency decay was monitored over
10 min, followed by the collection of water drops when the frequency signal returned to
the initial baseline in the air.
To investigate the biosensing performances, positive (complementary ssDNA) and
negative (non-complementary ssDNA) controls were prepared in the presence of six con-
centrations: (1) 1 pg/µL, (2) 10 pg/µL, (3) 100 pg/µL, (4) 1 ng/µL, (5) 10 ng/µL and (6)
100 ng/µL ssDNA complementary and non-complementary sequence, respectively, using
the drop and collect protocol.
Dose-response calibration curves (Figure 4) were proposed based on the variation
of the frequency ∆frequency = (fref − fi) calculated by subtracting the reference vibra-
tion frequency of the quartz (fref) prior dropping to the measured frequencies (fi) versus
the concentration of tested ssDNA Brett probes. The frequency—fi was measured af-
ter collecting the 10 µL drop and washing the gold electrode with S-ddwater, and after
the signal stabilization.
Figure 4. Dose-response curves of CS-positive control (blue) and NCS-negative control (red) tested
with the SH-capture probe immobilized on S-QCM crystal. The concentrations used for both experi-
ments were: (1) 1 pg/µL; (2) 10 pg/µL; (3) 100 pg/µL; (4) 1 ng/µL; (5) 10 ng/µL and (6) 100 ng/µL.
As shown in Figure 4, in the presence of the CS-positive control, ∆f is always nega-
tive, decreases monotonically with respect to the logarithm of the content (R2 = 0.9627),
which confirms the expected analytical performance of the biosensor for the detection
of the specific target. The detection limit is 1 pg/µL and is in good agreement with
the Sauerbrey’s equation, which predicts a decrease in frequency at the increase the added
mass on the quartz surface. Moreover, ∆f is mainly positive for NCS-negative con-
trol showing an anti-Sauerbrey’s behavior. These results underline the selectivity of
the acoustic Brett biosensor, which can unambiguously distinguish between CS-positive
and NCS-negative controls.
3.3. Brett Genosensing in Wine Sample Using S-QCM Crystal
The functionalized S-QCM crystal was exposed to 100 ng/µL DNA extracted from a
wine sample (VR2008) and to 100 pg/µL DNA from B. bruxellensis DSMZ 70726 (Figure 5).
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Figure 5. Sensorgram of the functionalized S-QCM crystal before and after exposure to 10 µL
S-ddwater (R), 10 µL wine sample VR2008 (1) and 10 µL B. bruxellensis DSMZ 70726 (2).
As expected, no frequency shift was recorded after collecting the S-ddwater (R) drop,
while frequency decays were obtained for the wine and B. bruxellensis DSMZ 70726 samples
(−31.2 Hz and−16.8 Hz, respectively), indicating the specific interaction between the probe
and the target.
It should be noted that the DNA content could not be directly deduced from the cal-
ibration curve presented in Section 3.2. because the mass of the ssDNA short sequences
(CS-positive control) was not comparable with the longer dsDNA extracted from the wine
sample VR2008.
3.4. Genosensing on TEM-Patterned QCM
Drops (5 µL) of a CS-positive control based on ssDNA Brett sequence at 1 pg/µL were
circularly placed on the micro-/nano-structured areas surrounding the center of the QCM
gold electrode. The decrease in the resonance frequency was rapidly recorded, confirming
the potential of the newly structured QCM for multi-detection of bioreagents on the same
quartz crystal.
It is worthwhile to note that the observed decreases in frequency depend on the spatial
position of the micro-/nano-structured areas. This demonstrates that the sensitivity is
different on the crystal’s surface, which is equivalent to existing gauges on some mea-
suring instruments. These results confirm the possibility to adapt the detection strategy
starting from the less sensitive area and continuing the process until a response is moni-
tored. The authors recently suggested this approach by adjusting the size of the annealed
nanoparticles instead of controlling the spatial distribution of the TEM patterned zones
over the quartz crystal [24].
4. Conclusions
A short ssDNA sequence probe (53 bp) was used for the biofunctionalization of
S-QCM and TEM-patterned QCM with the aim of specific (positive control) and non-
specific (negative control) acoustic detection of ssDNA strain from Brettanomyces bruxellensis.
The resulting genosensor was further tested in the presence of full-length ssDNA extracted
from the red wine sample contaminated with Brett cells. It should be noted that the acoustic
sensing required tens of microliters (10 µL) and an accessible newly developed drop and
collect protocol applicable in the center of the crystal’s gold electrode. The specific control
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on the S-QCM crystal showed the detection of ssDNA Brett traces as low as 1 pg/µL
that could be ascribed to about 100 cells of B. bruxellensis (considering that one yeast cell
contains about 10 fg/µL DNA). Furthermore, biofunctionalization of multi-TEM grids
circularly disposed on the S-QCM crystal, with thiol ssDNA probe, made possible for
the first time the sequential detection of the Brett complementary ssDNA strain in several
crystal areas. Thus, such TEM chip crystals open new horizons for multiplexing detection
of various concentrations of target biological molecules.
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